as the time since ovulation increases. So, for example, the value of progesterone in plasma varied from 5.4 to 11.8 nmol/L at the time of the LH peak (Concannon et al., 1977) , from 9.5 to 31.2 nmol/L at ovulation (Fontbonne, 2008) , from 29 to 83 nmol/L at the time of fertilization and from 48 to 102 nmol/L at the onset of cytological dioestrus (Badinand, Fontbonne, Maurel, & Siliart, 1993) and from 47 to 254 nmol/L at the peak during early dioestrus (Concannon, 2011) .
This increase in variation in progesterone values is due to variation among bitches in the rate of increase in progesterone values over time. From this follows that, in order to better estimate the time for breeding, it is more important for an assay to measure the value of progesterone precisely and accurately at values associated with ovulation or lower. An assay with high precision at values associated with ovulation or below will also be beneficial to estimate proximity to parturition and the confirmation of anoestrus.
A 125 I radioimmunoassay (Coat-A-Count), abbreviated as RIA, has been validated for the determination of the value of progesterone in the serum (Reimers et al., 1991) or plasma ) of bitches. The assay has been used for decades to determine the value of progesterone in plasma of bitches (Bouchard, Solorzano, Concannon, Youngquist, & Bierschwal, 1991; de Gier, Kooistra, Djajadiningrat-Laanen, Dieleman, & Okkens, 2006; Gerstenberg & Nöthling, 1995; Luz, Bertan, Binelli, & Lopes, 2006; Okkens et al., 2001; Reimers et al., 1991; Srikandakumar et al., 1986; Steckler, Nöthling, & Harper, 2013; van Klaveren, Kooistra, Dieleman, Lith, & Schaefers-Okkens, 2001 ). The assay has also been used to determine the value of progesterone in serum of bitches (Kutzler, Mohammed, Lamb, & Meyers-Wallen, 2003; Volkmann, 2006) .
During the past 14 years, papers appeared that report studies in which a chemiluminescent immunoassay (Immulite), abbreviated as CLIA, has been used for measuring progesterone in the serum of bitches (Chapwanya, Clegg, Stanley, & Vaughan, 2008; Kutzler et al., 2003; Rota, Charles, Starvaggi Cucuzza, & Pregel, 2015; Schmicke et al., 2016; Volkmann, 2006) .
Progesterone values obtained with CLIA has been compared to those obtained with RIA (Kutzler et al., 2003; Volkmann, 2006) . Chapwanya et al. (2008) compared CLIA to a radioimmunoasssay described by Hoffmann, Kyrein, and Ender (1973) . In these studies serum samples were used that contained progesterone at values of (Fisher & van Belle, 1993 is lower than what had been reported in Kutzler et al. (2003) . In contrast with these two studies, Chapwanya et al. (2008) (Fontbonne, 2008) or in various studies 48 hr after the LH peak (Bouchard et al., 1991; Concannon et al., 1977; Wildt, Panko, Chakraborty, & Seager, 1979) .
The manufacturers of the CLIA prescribe the use of serum. Kutzler et al. (2003) and Volkmann (2006) and Chapwanya et al. The values of progesterone in serum that were measured with RIA were compared to those measured in serum with the two-cycle CLIA (Kutzler et al., 2003; Volkmann, 2006) . Given that the onecycle CLIA yields different progesterone values than the two-cycle CLIA (Schmicke et al., 2016) 
| MATERIAL S AND ME THODS
The project was approved by the Animal Ethics Committee of the Faculty of Veterinary Science of the University of Pretoria (Projects V071-13, v071-14).
| Collection of specimens and determination of the value of progesterone
All bitches were hospitalised for routine oestrus observation and artificial insemination. During hospitalization all experimental animals were housed and fed commercial dry pellets twice daily and had access to water ad-lib. All the bitches were taken out twice daily for walks.
Vaginal cytology (Concannon & Digregorio, 1986 ) and vaginal speculum examination (Lindsay & Concannon, 1986) Having used a 100-well RIA kit, progRIA was determined in an initial selection of 41 plasma samples. The seven standards in the kit (0-127.2 nmol/L) were included in the assay. This process was repeated until 285 progRIAs were determined from which 110 could be selected that were as near as possible to uniformly distributed between 0.5 and 25 nmol/L, which is the range of interest. Using three 100-tube CLIA assays, progCLIA was also determined in each of the 110 serum samples that had been collected at the same time as these 110 selected plasma samples.
Six of the 110 plasma samples-two with progRIAs between 2 and 4 nmol/L, two between 13 and 14 nmol/L and two between 22
and 23 nmol/L-were each analysed with RIA on six or seven occasions, using a different assay on each occasion. The serum duplicates of these six plasma samples were each analysed on three occasions, using three different CLIA assays.
These 110 progRIAs and progCLIAs, from 18 English bulldogs and 22 Boerboels, were used to compare the agreement between the RIA and CLIA assays.
| Data analysis

| Comparing the precision of RIA and CLIA
The values of progesterone of the two replicates of each of the 110 plasma-or serum samples were used to, respectively, determine the intra assay CV for RIA and CLIA.
The interassay CVs for RIA and CLIA were determined using the progRIAs and progCLIAs of the six plasma-and serum samples each analysed in six or seven and three assays.
The percentage difference between the maximum and minimum progesterone value of two replicates done on the same plasma-(RIA) or serum sample (CLIA) in the same assay were compared using Wilcoxon's rank sum test.
| Assessing the agreement between RIA and CLIA
The square root of progCLIA was regressed on the square root of progRIA. Squaring both sides of the derived regression equation provided a formula for predicting progCLIA from progRIA.
ProgCLIA, expressed as a percentage of progRIA was regressed on progRIA.
Data analysis was done using Stata 14 (Stata Corp, College Station, TX, USA) and Excel.
| RE SULTS
| The precision of RIA and CLIA
The intra-and interassay coefficients of variation were 5.85% and 8.45% for RIA and 6.70% and 9.16% for CLIA.
The percentage difference in progesterone value between replicates were similar (p = 0.64) for RIA and CLIA and fell between 11%
and 31% with RIA and 13% and 31% with CLIA in 25% of samples (Table 1) .
| The agreement between CLIA and RIA
For 97 of 110 blood samples progCLIA was lower than progRIA 
| D ISCUSS I ON
| The precision of the assays
The intra-assay coefficients of variation found in the current study are similar to the 6% Okkens et al. (2001) found for the same RIA and the 11% that Kutzler et al. (2003) reported for the two-cycle CLIA and the 7.1% that Schmicke et al. (2016) reported for the same one-cycle CLIA that was used in the current study. The interassay coefficients of variation found in the current study are similar to the 10. 8% Okkens et al. (2001) found for the same RIA and the 6.7% and 11.9% that Kutzler et al. (2003) found with the two-cycle CLIA and the 8.9% that Schmicke et al. (2016) found with the one-cycle CLIA.
Clinically important decisions in the bitch depend on precise measurements of the value of progesterone in plasma or serum. With the RIA and CLIA, differences as large as 11%-31% occur in 25% of replicates in the same assay. This suggests that samples should be analysed in duplicate to identify large differences between replicate measurements and the assay repeated if a more precise assessment is required.
| The agreement between progCLIA and progRIA
On average, progCLIA was 15% lower than progRIA throughout the range of 0.5-25 nmol/L in progRIA, with 88% of progCLIAs being lower than the progRIAs. As with the one-cycle CLIA in the current study, the two-cycle CLIA also yielded lower values of progesterone than the RIA (Kutzler et al., 2003; Volkmann, 2006) . Volkmann (2006) found that the average value of progesterone found in serum with the two-cycle CLIA was about one-third lower than that found with the RIA, which seems a larger difference than that found in the current study.
Although the current study shows that progCLIA is on average 85% of progRIA, there is a wide scatter around this mean, with the 95% CI as wide as 28% percentage points above and 28% percentage points below the mean. This variability suggests that a clinician should not see a progesterone value obtained in isolation but in the light of other historic, clinical and laboratory findings pertaining to the bitch.
The current study shows that large differences in progesterone value sometimes occur with replicate analyses in the same assay, suggesting that duplicate analyses are required, especially when high precision is required.
This study used a late opportunity to study and report on the agreement between the long-used RIA to the new one-cycle CLIA before the RIA was discontinued in 2014.
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